December 25, 2017

Bob Rogers, P.E., Technical Manager
Shelby County Pollution Control

B14 Jefferson Ave.

Memphis, TN 38105

Reference: Third Quarter 2017 Performance Audits

Dear Mr. Rogers:

The following pages contain the results from performance audits conducted by personnel from Tennessee’s Air Quality
Assurance Section on September 18-22, 2017 on air monitors operated and maintained by Shelby County personnel. The
performance audit reports are separated by location. The results were noted in the site/instrument log baoks as well as
documented in the following Quality Assurance reports.

All of the monitors audited showed satisfactory correlation with our audit standards. All measured parameters were within
acceptable limits in accordance with the Federal Regulations stated in 40 CFR. There are no recommendations at this time.

If we can be of any further assistance or should there be questions regarding this audit, please feel free to email me at
Lance. Allen@TN.Gov or call me at (615) 687-7040.

Sincerely,

. Imen AdA—

Lance Allen
Environmental Consuitant
Quality Assurance Section

cc:  J. Low, Shelby Co,
R. Brawner, APC
J. Stephens, APC

DAPC/NFO » 711 RS Gass Blvd + Nashville, TN 37218
Tel: £15-687-7000 - Fax: 615-687-7072 » tn.gov/DAPC



Department of
Environment &
mconsemtion

Air Pollution Control Division
Quality Assurance Performance Audit

Site: Orgill
Audit Quarter:  Third Quarter 2017
AQS #: 47-157-1004
Auditor: Lance Allen

Instrument Model: Teledyne T400 o3 Audit Equip: Teledyne 750U #70

Serial Number: 1138 SLP #060504
Data Logger Modet: ESC 8832

Data Logger Serial Number: Al1570

Audit date: 9/19/2017

Qzone Set Point Audit Value Monitor Response Difference Acceptable e Audit Level
ppb ppb

Zero 0 0 0 <+ 3.1 ppb Zero
80 ppb &1 82 12% <£15.1% 5
50 ppb 49 50 20% <+151% 4
30 ppb 29 30 3.4% <£15.1% 3
15 ppb 15 15 0.0% <% 1.5 ppb 2
Data logger time T:29:39 7:29:40 60:00: < 00:01:00 minute

Data logger temperature 262 26.2 00 <+2.1°C

Remarks:

1. The monitor audited showed satisfactory correlation with our audit standard,
2. All other measured parameters were within acceptable limits,
3. The results were noted in the instrument log books and listed in this report.

Recommendations:
1. None.

Any questions concerning the audits or any comments made in connection with the audits may be addressed to me at (615)
687-7040 or lance.allen{@tn.gov.

Sincerely,

%4"’/"‘

Lance Allen
Environmental Consultant
Quality Assurance Section

Report Date: 12/25/17

Audit Equipment:  T750U SN# 70, Streamline Pro SN# 060504, and www.time.gov were used by Quality Assurance personnel to
conduct this audit.

To: B. Rogers, MSCAPC
cc: J. Low, MSCAPC

R. Brawner, APC
J.  Stephens, APC

DAPC/NFO + 711 R.S Gass Blvd » Nashville, TN 37215
Tel: 615-687-700C « Fax: 615-687-7072 » tn.gov/DAPC




| Department of
| Environment &
Conservation

Air Pollution Control Division
Quality Assurance Performance Audit

Site: Frayser

Audit Quarter:  Third Quarter 2017

AQS #: 47-157-6021
Anditor: Lance Allen

Instrument Model: T400 o Audit Equipment; Teledyne 750U #70

Serial Number: 1304 SLP # 060504

Data Logger Model: ESC 8832

Data Logger Serial Number: A1568

Audit date; 9/26/2017

QOzone Set Point Aundit Value Monitor Response: Difference Acceptable Ranpe Audit Level
ppb ppd :

Zero 0 0 0 <+3.1ppb Zero

80 ppb 79 79 0.0% <%151% 5

50 ppb 50 5Q 0.0% <£151% 4

30 ppb 29 30 34% <£151% 3

15 ppb 14 15 1.0 <t 15pph 2
Data logger time 7:20:00 7:20:01 00:00:01 <+ 00:01:00 minute

Data logger temperature 244 248 04 <+ 2.1°C

Remarks:

I, The monitor audited showed satisfactory correlation with our audit standard.
2. All measured parameters were within acceptable ranges.
3. The results were noted in the instrument log books and listed in this report.

Recommendations;
i. None.

Any questions concerning the audits or any comments made in connection with the audits may be addressed to me at (615)
687-7040 or lance allen@itn.gov.

Sincerely,

l%‘-—u— Mh‘
Lance Allen
Environmental Consultant
Quality Assurance Section

Report Date: 12/25/2017

Audit Equipment: Teledyne 750U # 70, streamline pro # 060504, and website www.time.gov were used by Quality
Assurance personnel to conduct this audit.

To: B. Rogers, MSCAPC
cc: I Low, MSCAPC
R. Brawner, APC
). Stephens, APC

DAPC/NFO » 711 R.S Gass Blvd « Nashwille, TN 37216
Tek 615-687-7000 » Fax: 615-687-7072 « tn.gov/DAPC



Department of
Environment &
ezt Conservation

Air Pollution Control Division
Quality Assurance Performance Audit

Site: Alabama
Audit Quarter: Third Quarter 2017
AQS #: 47-157-0024

Auditor: Lance Allen

Instrument Model: Thermo TEOM PM 10 Aduit Equip:

Serial Number: 1405A223701302 BGI TriCal 162

Andit Date: 9/18/2017

Measured Parameter Audit Value Monitor Response Difference Acceptable Range
Main Flow: 3.06 3.00 -2.0% <+4.1%
Bypass Flow: 13.95 13.66 -2.1% <i4.1%
Total Flow: 17.03 16.66 -2.2% <x4.1%
Design Flow: 16.67 16.66 -0.1% <+35.1%
Barometric Pressure: 752 755 3.0 <#10.1 mm
Ambient Temnperature: 304 316 1.2 <x2.1°C
Clock Time: 10:42:24 10:42:00 -00:00:24 < + (0:05:00 minutes
Instrument Model: Thermo 20251 PM 2.5 Aduit Equip:

Serizl Number: 20737 SLP 060504

Audit Date: 9/18/2017

Measured Parameter Audit Value Menitor Response Difference Acceptable Range
Transfer Standard Flow: 17.00 16.65 2.1% <+4.1%
Design Flow: 16.67 16.65 -0.1% <+51%
Barometric Pressure: 752 758 3.0 <+10.1 mm
Ambient Temperature: 320 321 0.1 <£2.1°C
Filter Tempreature: 330 32.7 -0.3 <£21°C
Leak Check 17 mmHg/min < 25 mmHg/min.
Clock Time: 16:09:19 10:09:00 -00:00:19 < £ 00:01:00 minutes

DAPC/NFO « 711 R.S Gass Blvd » Nashvilte, TN 37216
Tel: 615-687-7000 « Fax: 615-687-7072 » tn.gov/DAPC
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Remarks:
1. The monitors audited showed satisfactory correlation with our audit standards.
2. All measured parameters were within: acceptable limits.
3. The results were noted in the instrument log books and listed in this report.

Recommendations:
i. None.

Any questions concerning the audits or any comments made in connection with the audits may be addressed to me at
{615) 687-7040 or lance.allen@tn.gov.

Sincer-g,’

Lance Allen
Environmental Consultant
Quality Assurance Section

Report Date: December 25, 2017

Audit Equipment:  Streamline Pro SN# 060504, BGI TriCal #162, and www.time.gov were used by Quality Assurance
personnel to conduct this audit.

To: B. Rogers, MSCAPC
e J. Low, MSCAPC

R. Brawner, APC
J.  Stephens, APC

DAPC/NFQ = 711 R.S Gass Blvd « Nashville, TN 37216
Tel: 615-687-7000 « Fax: 615-687-7072 + tn.gov/DAPC



| Department of

Air Pollution Control Division

Site: Near Road
Audit Quarter:  Third Quarter 2017
AQS #: 47-157-0160
Auditor: Lance Allen
Instrument Model: Teledyne T300
Serial Number: 174
Data Logger Model: ESC 8832
Data Logger Serial Number: A4830K
Audit date: 9/19/2017
Ozone/Gas/Dilution Setting ~ Audit Value
ppb
/10000 0
170/10000 3582
100/10000 2006
50/10800 1068
20/10000 404
0/10000 0
Data logger time 12:47:01
Data logger temperature 257
Instrament Model: Teledyne T200
Serial Number: 182
Audit date: 9/19/2017
Qzope/Gas/Dilution Setting Audit Value
ppb
0/10000 0
170/10000 121
100/10000 70
50710000 33
0/10000 0

co

Monitor Response
ppb
27
3375
1992
984
363
-50
12:47:00 .
25.7

NO2

Monitor Response
ppb
0
112
65
31
0

Quality Assurance Performance Audit

Audit Equip::  Environics 6160
SLp

% Difference Acceptable Range

27 <t {.lppm
-5.8% <*151%
0.7% <x15.1 %
22.4% <+15.1 %
-10.1% <x15.1 %

-50 <+ {.Ippm

-00:00:01
0.0 <£2.1°C

Audit Equip:: Environics 6100

% Difference Acceptable Range
0 <# 3.1 ppb
-7.4% <= 151%
-7.1% <+151%
-6.1% <:151%
0 <% 3.1ppb

#4917
#060504

Audit Level

Zero

#4917

Audit Level

Zero
7
6
5
Zero

DAPC/NFQ « 711 R.S Gass Blvd » Nashville, TN 37216
Tel: 615-687-7000 » Fax: 615-687-7072 » th.gov/DAPC




Department of

f: Environmegnt&

. CONSEvation

Instrument Model: Teldyne T200U NOx Aundit Equip::  Environics 6100 #4917
Serial Number: ' 182

Audit date: 9/19/2017
Ozone/Gas/Dilulion Setting ~ Audit Value  Monitor Response % Difference  Acceptable Range  Audit Level

ppb ppb

0/10000 0 0 0 <%3.1 ppb Zero
170/10000 179 166 -7.3% <+151%

160/10000 100 99 -1.0% <:151%

50/10000 50 49 -2.0% <+15.1%

20/10000 20 20 0.0% <+15.1%

0/10000 0 0 0 <+ 3.1 ppb Zero
Instrurment Model: Teledyne T200U NO Audit Equip::  Enviromics 6100 # 4917
Serial Number: 182

Audit date: 91912017

O j iluti tti Audit Value  Monitor Response % Difference  Agceptable Range  Audit Level

ppb ppb

/10000 0 0 0 <% 3.1 ppb Zero
170/10000 179 167 -6.7% <:151%

100/10600 160 100 0.0% <x151%

50/10000 50 49 -2.0% <% 15.1%

20/16000 20 20 0.0% <x=151%

0/10000 0 0 0 <z=3.1 ppb Zero

Converior Efficiency:

NO2 Cal ipi — (PTINOy-GPTINOyYNQ2 Cal 1pt*100=.121-(.166-.166)/.121*100=100.0%
NQ2 Cal 2pt~ (PT2NOy-GPT2NOy)/NO2 Cal 2pt*100=.070-(.09%9-.099)/.070* 1 00=100.0%
NQ2 Cal 3pt— (PT3NOy-GPTINOy)/NO? Cal 3pt*100-=.033-(.049-.049)/.033*100=100.0%
Sum of 3/ 3*100~100.6%

DAPC/NFO » 711 R.S Gass Blvd « Nashville, TN 37216
Tek 615-687-7000 « Fax: 615-687-7072 « th.gov/DAPC



Department of
Environment &

=== Conservation
Instrument Model: Thermo 20251 PM 2.5 Audit Equip:
Serial Number: 20740 SLP#060504
Audit Date: 9/20/2017
Measured Parameter Audit Value Monitor Response Difference Agceptable Range
Transfer Flow: 16.69 16.67 -0.1% <+41%
Design Flow: 16.67 16.67 0.0% <+5.1%
Barometric Pressure: 751 751 0.0 <z 10.imm
Ambient Temperature: 32.7 323 0.4 <x2.1°C
Filter Tempreature: 339 334 -0.5 <#2.1°C
Leak Check 5 mmHg/min < 25 mmHg/min.
Clock Time: 12:37:05 12:37:00 -00:00:05 < & 00:01:00 minutes
Remarks:

1. The monitors audited showed satisfactory correlation with our audit standards.
2. All measured parameters were within acceptable ranges.
3. The results were noted in the instrument log books and listed in this report.

Recommendations:
1. None.

Any questions concerning the audits or any comments made in connection with the audits may be addressed to me at
(615) 687-7040 or lance.allen@tn.gov.

Sincerely,

D. Forece Alr—0

I.ance Allen
Environmental Consultant
Quality Assurance Section

Report Date: 12/25/2017

Audit Equipment: Environics 6100 # 4917, gas cylinder # FF21045, and streamline pro # 060504 were used by
Quality Assurance personnel to conduct this audit.

To: B. Rogers, MSCAPC

ec: J. Low, MSCAPC
R. Brawner, APC
J. Stephens, APC

DAPC/NFO + 711 R.S Gass Blvd » Nashville, TN 37216
Tel: 615-687-7000 « Fax: 615-687-7072 » tn.govw/DAPC




| Department of

Environmgnt&

——— Conservation

Air Pollution Control Division

Quality Assurance Performance Audit

Site: NCORE Gas
Audit Quarter: Third Quarter 2017
AQS #: 47-157-0075
Auditor: Lance Allen
Instrument Model: Teledyne 400E
Serial Number: 2664
Data Logger Model: ESC 8832
Data Logger Serial Number: Al578
Audit date: 92172017
Ozone Set Point Audit Value
ppb
Zero 0
80 ppb 80
50 ppb 49
30 ppb 30
15ppb 15
Zero 0
Data logger time 6:24:23
Data logger teroperature 246
Instrument Model: Teledyne 100EU
Serial Number: 135
Audit date: 9/21/2017
802 Congcentration Audit Value
ppb
Zero 0
50/10 66
20/10 26
10/10 12
Zero 0

03 Audit Equipment:
Monitor Response ~ Diference
ppb
0 0
79 -1.3%
50 20%
30 0.0%
16 6.7%
0 0
6:23:00 ~00:01:23
25.0 0.4
SO2 Audit Equipment:
Monitor Response ~ Difference
ppb
0 i
63 -4.5%
25 -3.8%
1 -8.3%
0 ¢

Teledyne 750U #70
SLP # 060504
Acceptable Range Audit Level
<+3.1ppb Zero
<+£151% 5
<£151% 4
<151 % 3
<£151% 2
<31 ppb Zero
<4 00:01:00 minute
<z 2.1°C
Teledyne 750U #70
Acceptable Range  Audit Level
<+ 3.l ppb Zero
<x15.1% 6
<+ 151% 5
<+ 151 % 4
<=+3.1 ppb Zero

DAPC/NFO » 711 R.S Gass Blvd » Nashville, TN 37216
Tel: 615-687-7000 * Fax: 615-687-7072 « tn.gov/DAPC



Instrument Model;
Serial Number;
Audit date:

€0 Concentration

Zero

180/10

90/10

50/16G

20/10
MFC2/MFC1
Zero

Instrurnent Model:
Serial Number:
Audit date:
NO Concentration

Zero
170/10
106/10
50/10
Zero

Instrument Model:
Serial Number:
Audit date:

NO Copcentration

Zero
170/10
100/10
50/10
20/20
Zero

Teledyne 308EU
246
9/21/2017
Audit Value
ppb
0
3582
1807
1008
404
184

Teledyne 200EU
184
9/21/2017
Augit Value
ppb
0
132
68
34
0

Teledyne 200EL)
184
972172017
Audit Value
ppb
0
179
100
50
20
]

N

| Environment &
s CONSErvation
co Audit Equipment:
Moniter Response Difference
ppb
=27 27
3335 -6.9%
1783 -1.3%
978 3.0%
376 6.9%
158 ~14.1%
-27 -27
NO2 Audit Equipment:
Monitor Response Difference
ppb
i} 0
120 9.1%
63 -1.4%
3N -8.8%
0 0
NO Audit Equipment:
Monitor Response Difference
ppb
0 -0.33
170 -5.0%
101 1.0%
30 0.0%
20 0.0%
0 -0.33

| Department of

Teledyne 750U

Teledyne 750U

Teledyne 750U

#70

Acceptable Range

<%.1ppm
<+ 151 %
<51 %
<+ 131 %
<x15.1 %
<+ 15.1 %
<4 .1ppm

#70

Acceptable Range

<+3.{ppb
<x15.1%
<151 %
<+ 151%
<#%3.1 ppb

#70

Asceptable Range

<+3.1ppb
<+15.1 %
<4 151%
<+ 15.1 %
<+15.1%
<+3.1ppb

Audit Level

Zero

LS JRRVE R - Y

Audit Leve]

Zero
7
6
5

Zero

Audit Level

Zero

DAPC/NFO » 711 R.S Gass Blvd - Nashville, TN 37216
Tel: 615-687-7000 « Fax: 615-687-7072 = tn.gov/DAPC




T

? Department of
_ Environment &
sascmae. CONSErvation
Instrument Model: Teledyne 200EU NO-x Audit Equipmer Teledyne 750U #70
Serial Number: 184
Audit date: 9/21/2017
NO Concentration Audit Value Monitor Respense Difference Acceptable Range  Audit Level
ppb ppb
Zero 0 0 0 <t 3.1 ppb Zero
170/10 179 166 -1.3% <151 %
160/10 100 98 -2.0% <x15.1%
50/10 50 49 -2.0% <£151%
20/20 20 19 -5.0% <£151%
Zero 0 0 ¢ <=3.1 ppb Zero
Converior Efficiency:

NO2 Cal ipt — (PTINOy-GPTINOy)NO2 Cal 1pt*100=.132-(.166-.164)/.132*100=98.5%

NO2 Cal 2pt- (PT2NQy-GPTZNOy)/NO2 Cal 2pt*100=068-( 098-.098)/.068*100=100.0%
NO2 Cal 3pt- (PT3NQy-GPT3NOy)/NO2 Cal 3pt*100=.034-(.049-.049)/.034*100=100.0%
Sum of 3/ 3*100=99.5%

Remarks:
1. The monitor audited showed satisfactory correlation with our audit standard.
2. All measured parameters were within acceptabie ranges.
3. The results were noted in the instrument log books and listed in this report.

Recommendations:
1. None.

Any questions conceming the audits or any comments made in connection with the audits may be addressed to me at
(615) 687-7040 or lance.allenf@tn.gov.

Sincerely,

P D Al
Lance Allen
Environmental Consultant

Quality Assurance Section
Report Date: 12/25/2017

Audit Equipment: Teledyne 750U # 70, streamline pro # 060504, and website www.time.gov were used by Quality
Assurance personnel to conduct this aydit.

To: B. Rogers, MSCAPC
cc: J. Low, MSCAPC
R. Brawner, APC
J. Stephens, APC

DAPC/NFO » 711 R.S Gass Bivd « Nashvilte, TN 37216
Tel: 615-687-7000 « Fax: 615-687-7072 » tn.gov/DAPC



N Depa'rtment of
Environment &
s CONservation

Air Pollution Control Division
Quality Assurance Performance Audit

Site: NCORE Particulate

Audit Quarter: Third Quarter 2017

AQS #: 47-15700758

Auditor: Lance Allen

Instrument Model: R & P TEOM PM 235 Audit Equip:

Serial Number: 23103 TriCal #162

Audit Date: 9/21/2017

Measured Parameter Audit Value Moni Difference Acceptable Range
Matn Flow: 296 3.00 1.4% +4.1%
Bypass Flow: 13.84 13.65 -1.4% +4.1%
Totzl Flow: 16.75 16.65 -0.6% +4.1%
Design Flow: 16.67 16.65 -0.1% + 5.1%
Barometric Pressure: 753 750 -3.0 +10.1 mm
Ambient Temperature: 327 335 0.8 +£2.1°C
Clock Time: 13:48:17 13:46:00 -00:02:17 % 00:05:00 minutes
Instrument Mode!: R&P 2025 PM 10 Audit Equip:

Serial Number: 20917 SLP#060504

Audit Date: 9/18/2017

Measured Parameter Audit Value onitor 58 Difference Al tab} nge
Transfer Flow: 16.56 16.67 0.7% +4.1%
Design Flow: 16.67 16.67 0.0% +5.1%
Barometric Pressure: 750 753 30 #10.imm
Ambient Temperature: 333 335 0.2 +2.1°C
Compartment Temperature: 34.6 359 1.3 +2.1°C
Filter Tempreatuze: 35.0 348 -0.2 *2.1°C

Leak Check 17 mmHg/min < 25 mmHg/min.
Clock Time: 12:41:00 12:41:19 00:00:19 + 00:01:00 minutes

DAPC/NFG « 711 R.S Gass Blvd = Nashville, TN 37216
Tel: 615-687-7000 « Fax: 615-687-7072 » tn.gov/DAPC




| Department of

| Environment &

e Conservation
Instrument Model: R&P 2025 Audit Equip:
Serial Number: 21802 SLPE#060504
Audit Date: 9/18/2017
Measured Parameter Audit Value Monito Difference
Sample Flow: 16.71 16.71 0.0%
Design Flow: 16.67 16.71 0.2%
Barometric Pressure: 750 753 30
Ambient Temperature: 332 33.1 0.1
Compartment Temperature: 354 36.5 1.1
Filter Tempreature: 36.0 354 -0.6
Leak Check 3 mmHg/min
Clock Time: 12:48:17 12:48:00 -00:00:17
Instrument Model: R&P 2025 Audit Equip:
Seriai Number: 20921 SLP#060504
Audit Date: 92072017
Measured Parameter Audit Value Monitor Response Difference
Transfer Flow: 16.53 16.67 0.8%
Design Flow: 16.67 16.67 0.0%
Barometric Pressure: 751 753 20
Ambient Temperature: 30.6 310 04
Compartment Temperature: 32,1 337 1.6
Filter Tempreature: 300 29.7 0.3
Leak Check 2 mmHg/min
Clock Time: 9:37:19 9:38:00 00:00:41
Instrument Model: URG SPEC Audit Equip;
Serial Number: 30794/3N-B0742/3N-B0592 TriCal #162
Audit Date: 9/20/2017
Measured Parameter Audit Value Monitor Response Difference
Transfer Flow 22.53 21.75 -3.46%
Barometric Pressure: 753 754.2 12
Ambient Temperature: 30.8 29.6 -1.2
Clock Time: 9:57:52 9:58:00 00:00:08
Leak Check 443mm/hg 442mm/hg 1mm/hg

Ac R
+41%
+5.1%

+ 10.1mm
+2.1°C
x£2.1°C
+2.1°C

< 25 mmHg/min.
+ 00:01:00 minutes

Acceptable Range
= 4.1%
+5.1%

= 10.kmm
+2.1°C
+2.1°C
+2.1°C
< 25 mmHg/min,
+ 00:01:00 minutes

Acceptable Ranpe
+ 10.1%

+ 10.1 mm
+=21°C
+ 00:05:00 minutes

DAPC/NFQ « 711 RS Gass Bivd « Nashville, TN 37216
Tel: 615-687-7000 « Fax: 615-687-7072 » tn.govw/DAPC



- Department of
| Environment &

S CONSErvation
Instrement Model: SASS SPEC Audit Equip:
Serial Number: Ki6485 TriCal #162
Audit Date: 9/26/2017
Measured Parameter Audit Value Monitor Responge Difference Acceptable Range
Barometric Pressure: 753 756 3 +10.} mm
Ambient Temperature; 303 308 05 *2.1°%C
Sample Flow Ch 1 6.8 6.7 -1.47% + 10.1%
Sample Flow Ch 2 6.72 6.6 -1.79% + 10.1%
Sample Flow Ch § 6.86 6.7 -2.33% +10.1%
Sample Flow Ch 6 6.8 6.7 -1.47% + 10.1%
Filter Temperature Ch 1 22 321 -0.1 £2.1°C
Filter Temperature Ch 2 321 319 0.2 *2.1°C
Filter Temperature Ch 5 322 32.1 0.t ) +2.1°C
Filter Ternperature Ch 6 324 325 0.1 +2.1°C
Leak Check Ch 1 0.0 +0.1LPM
Leak Check Ch 2 0.0 +0.1LPM
Leak Check Ch § 0.0 +0. 1LPM
Leak Check Ch 6 0.0 +0 1LPM
Clock Time: 10:19:46 10:20:00 00:00:14 + 00:05:00 minutes
Remarks:

1. The monitors audited showed satisfactory correlation with our audit standards.
2. All measured perameters were within acceptable ranges.
3. The results were noted in the instrument log books and listed in this report.

Recommendations:
1. None.

Any questions concerning the audits or any comments made in connection with the audits may be addressed to me at (615) 687-7040
or lance.allen@tn.gov,

Sincerely,

B ] ‘g"\-‘-——- 4&"‘“
Lance Allen
Environmental Consultant
Quality Assurance Section

Report Date: 12/25/2017

Audit Equipment: TriCal #162, streamline pro # 060504, and website www.time.gov were used by Quality Assurance personnel to
conduct this audit.

To: B. Rogers, MSCAPC

cer J. Low, MSCAPC
R. Bravwmer, APC
J. Stephens, APC

DAPC/NFO » 711 R.S Gass Blvd + Nashville, TN 37216
Tel: 615-687-7000 » Fax: 615-687-7072 « tn.gov/DAPC




